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SERIES E-300(8-54) 1 Pace | 
INTRODUCTION 


Tue Sertes E-300 Sine-Square Wave SIGNAL GENERATOR WAS ESPECIALLY DEVELOPED TO ANSWER MANY 
MODERN ELECTRONIC AMPLIFIER CIRCUIT TESTING PROBLEMS WHICH CANNOT BE HANDLED WITH JUST A ROU- 
TINE COMPLEMENT OF TEST INSTRUMENTS. 


SPECIALLY NOTE THE "PERFORMANCE TESTING” REQUIREMENTS FOR HIGH FiveLtity Auvolo System, TV VioEeo 
AMPLIFIERS AND OTHER WIDE BAND DEVICES! 


AN UP-TO-DATE TEST EQUIPMENT INSTALLATION CAN NO LONGER BE CONSIDERED COMPLETE, FOR COMPREHEN- 
SIVE USE, UNTIL AN INSTRUMENT SUCH AS THE SERIES E-300 HAS BEEN ACQUIRED. 


For THOSE WHO MAY NOT BE FAMILIAR WITH SINE AND SQUARE WAVE TESTING TECHNIQUES, A PORTION OF 
THIS MANUAL HAS BEEN ESPECIALLY PREPARED. A FOUNDATION IS ESTABLISHED AS WILL PERMIT THE OPERA- 
TOR TO INTERPRET OSCILLOGRAPHIC WAVEFORMS IN TERMS OF FREQUENCY RESPONSE, DisTORTION, ETC. 


PRACTICAL EXPERIENCE IN THE USE OF SINE AND SQUARE WAVES WILL DEVELOP RECOGNITION OF MORE SUBTLE 
DIFFERENCES IN WAVEFORM INDICATIONS VERSUS CIRCUIT CONDITIONS, 


IT WILL BE FOUND THAT CERTAIN CIRCUITS CAN APPARENTLY TOLERATE SIZEABLE DEGREE OF DISTORTION AND 
DEPARTURE FROM "FLATNESS", - — — WHEREAS SUCH MAY NOT BE THE CASE FOR OTHER AND MORE CRITICAL 
TYPES OF CIRCUITS. IT IS THEREFORE ESSENTIAL THAT ONE BECOME FAMILIAR WITH WHAT 1S TO BE EX- 
PECTED OF THE AMPLIFIER OR EQUIPMENT UNDER TEST BEFORE WAVEFORM ANALYSIS 1S STARTED. THE BASIS 
OF COMPARISON 1S USUALLY THE MANUFACTURER'S SPECIFICATIONS OR THE OPERATOR'S OWN EXPERIENCE WITH 
THE PARTICULAR AMPLIFIER WHOSE PERFORMANCE IS TO BE ANALYZED AND/OR ADJUSTED. 


APPROPRIATELY APPLIED, THE SERIES E-300 Sine-Square Wave SIGNAL GENERATOR WILL AFFORD CON- 
SIDERABLE STREAMLINING OF AMPLIFIER TEST PROCEDURES WITH RESULTANT SAVINGS IN TIME AND EFFORT 
- - - AND WITH MORE UNIFORMLY HIGH STANDARDS OF APPARATUS PERFORMANCE, 


* * * * * 


GENERAL SPECIFICATIONS 


- Ra $- FOR TESTING AUDIO AmpLIFiers, Wioe Rance AmPLIFierRs, Low 
Frequency RF AMPLIFIERS, ETC. 


CONTINUOUS COVERAGE FROM 20 CYCLES TO 200 KILOCYCLES IN FOUR BANDS. 
Bano | - 20 cyctes To 200 crcLes (viRecT READING) 
Bano 2 - 200 cycLes To 2000 cYCcLEs 
Bano 3 - 2000 crcLes To 20,000 CrcLes 
Bano 4 - 20 KiLocycLes To 200 KiLocycLes 


VARIABLE-FREQUENCY SQUARE WAVE RANGES:- FOR ANALYZING PERFORMANCE OF AUDIO AMPLIFIERS, WIDE 
Bano AMPLIFIERS AND SIMILAR DEVICES. 


20 CYCLES THROUGH 20,000 CYCLE COVERAGE IN THREE BANDS. 
Bano I - 20 cycLes To 200 cyctes (DIRECT READING) 
Bano 2 - 200 crcLes to 2000 crcLes 


Bano 3 - 2000 crctes To 20,000 crcLes 
Fixeo, HIGH-FREQUENCY SQuARE WAVES:- FOUR SELECTED FREQUENCIES FOR PERFORMANCE ANALYSIS OF VIDEO 


AMPLIFIERS AND OTHER VERY WIDE BAND AMPLIFIERS UP TO 20 MC BAND-wIDTH. 


50 Kitocycres Square Wave 


100 Kitocycre Square WAVE 


250 Kitocycre Square Wave 


2 
3 
4 


500 Kitocycre Square WAvE 
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Output CHARACTERISTICS: —- 
VARIABLE FREQUENCY RANGES:- O-10 V. RMS, FLAT wiTHin +1 OB 
CCURACY:- +26 From 50 CrcLes TO 200 KILOCYCLES 
+ | cycLe From 20 CrcLtes To 50 CrcLes 
DiIsTOoRTION: - Less THAN I% TOTAL, FROM 20 CYCLES THROUGH 200 KILOCYCLES 


Square Wave Rise Times- .5 Microsecono at 20 KC 


Fixeo, High Frequency Square Waves:- O-5 VOLTS PEAK TO PEAK, AT TERMINATED COAXIAL 
OUTPUT CABLE 


Rise Time:- BeTTer THAN .O5 MICROSECOND 


OverRsHOooT: - NEGLIGIBLE 


Tuse ComPLEMEMT AND FUNCTIONS:- : 


| - #5879 VariaBLe Frequency OsciLtator #6AU6 Puase SPLITTER, VARIABLE 


FREQUENCY RANGES; ALSO USED As 1/2 oF 


1 - #6CL6 CatHove Fottower For #28793 Hich Frequency Square Wave MULTI-viSRATOR 
ALSO USED AS HIGH FREQUENCY SQUARE 
Wave Output AMPLIFIER | - #6BL7 Ourtpur Amplifier, VARIABLE Fre- 


Quency RANGES 
| - #6J6 VariaBte Frequency SQuare 
Wave CLippPerR | - Type #6AH6 Hich Frequency Saquare Wave 
AMPLIFIER 
| - #6AU6 AmpLirier, VARIABLE FREQUENCY 
RANGES$ ALSO USED As I/2 oF HIGH | - Type 6X4 Power RecTirier 
Frequency Square WAVE MULTI-VIBRATOR. 


Duat OQurput Sane COMPLETELY SEPARATE OUTPUT NETWORKS FOR THE VARIABLE AND FiIxeo-F REQUENCY 
RANGES. EACH NETWORK SPECIFICALLY DESIGNED TO PERFORM ITS INTENDED FUNCTION WITH UTMOST 
EFFICIENCY AND FACILITY. 

Duat Output SIGNAL INDICATORS:- TWO DISTINCTLY SEPARATE PILOT LIGHT CIRCUITS AUTOMATICALLY 
INDICATE THE VARIABLE FREQUENCY AND Fixed HIGH FREQUENCY OUTPUT JACKS, COINCIDENT WITH 
RANGE SELECTION. 

PRECISION PERFORMANCE, STABILITY AND ACCURACY: ~ 
CAREFULLY ENGINEERED CIRCUITRY, PLUS PRESELECTED-PRETESTED COMPONENTS, PLUS CONTROLLED 


PRODUCTION-ENGINEERING —- - - ASSURES THE HIGHEST PERFORMANCE STANDARDS TO BE EXPECTED 
FROM AN INSTRUMENT SUCH AS THE SERIES E-300. 


TERMINATED, Low-Loss, High Frequency Coaxtat Output CABLE ASSURES ABILITY OF THE Series E-300 
TO TRANSMIT THE CAREFULLY GENERATED . SQUARE WAVES TO THE CIRCUITS UNDER TEST, WITHOUT 
DISTORTION. 


EXTERNAL "Sync" TERMINAL POST PROVIDES DIRECT AND CONVENIENT MEANS OF SYNCHRONIZING OSCILLO- 
GRAPH HORIZONTAL SWEEP TO H.F. Square WAVE. 


ETCHEO-ANODIZED Tuning DIAL AND PANEL BOTH OF HEAVY GAUGE ALUMINUM, RESISTANT TO MOISTURE ANDO 
ABRASION. GLARE, ENGINE-TURNED DIAL FINISH AND SOFT-BLACK PANEL FIELD, AFFORD UTMOST 
VISIBILITY AND EASE OF READING. 


ExTRACTOR Fuse Post, AT FRONT OF PANEL, PROVIDES CONVENEIENT FUSE REPLACEMENT FACILITY AND 
UTMOST CIRCUIT COMPONENT PROTECTION. 


FULLY LICENSED UNDER PATENTS of RCA, WesterN ELECTRIC AND AT AND Ts 
Futt Owe Year WARRANTY:- Series E-300, as 00 att PRECISION PRopucTS, CARRIES A FACTORY 


WARRANTY AGAINST ANY DEFECTIVE PARTS OR WORKMANSHIP FOR A PERIOD OF ONE YEAR FROM DATE 
OF PURCHASE. SEE WARRANTY CERTIFICATE FOR COMPLETE STATEMENT OF TERMS AND CONDITIONS. 
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DESCRIPTION ano FUNCTIONS OF E-300 PANEL CONTROLS AND SWITCHES 


Tue Sertes E-300 CAN BE CONSIDERED AS TWO DISTINCTLY SEPARATE INSTRUMENTS INSOFAR AS OPERATION 
FROM THE FRONT PANEL 1S CONCERNED: ~ 


1. VARIABLE SINE-SQUARE 


WHEN THE FUNCTION SeLecTor SwitcH (RIGHT HAND KNOB UNDER THE TITLING 
"SIGNAL-FREQUENCY SELECTORS") 1S SET TO ITS FIRST POSITION ("VARIABLE 
SINE-SQUARE"), THE VARIABLE FREQUENCY OUTPUT OF THE GENERATOR APPEARS 
AT THE TWO BINDING POSTS AT THE LEFT OF THE INSTRUMENT PANEL. 


Tue "LEVEL CONTROL" Functions as THE OuTPUT FoR ALL VARIABLE sine-sQuare 
WAVE RANGES. 


2. FIXED HIGH-FREQUENCY SQUARE WAVE 


WHEN THE FUNCTION SwITCH IS SET TO ANY ONE OF THE FOUR POSITIONS MARKED 
50 Ke - 100 Ke - 250 Ke - 500 Ke., THE ouTPUT OF THE GENERATOR APPEARS 
ONLY AT THE TERMINATION Box AT THE END OF THE COAXIAL OUTPUT CABLE Ex- 
TENDING FROM THE RIGHT HAND SIDE OF THE INSTRUMENT PANEL, 


THe CONTROL IN THE TERMINATION BOX AT THE END OF THE CO-AXIAL CABLE IN 
THIS CASE FUNCTIONS AS THE OuTPUT CONTROL OR ATTENUATOR FOR THE Four 
Fixeo Frequency Square Wave SIGNALS. 


THE GREEN PILOT LIGHTS AT EITHER SIDE OF THE PANEL AUTOMATICALLY INDICATE 
THE SELECTION OF OUTPUT SIMULTANEOUSLY With SELECTION OF THE FUNCTION SwITCH 
POSITION. 


NOTE: EITHER tHe VArRiasLe Rances OR tHe Fixeo SQuare-Wave RANGES ARE 
OPERATING AT ONE TIME. AFTER SELECTION OF FuNCTION, use THE OuTPUT 
INDICATED BY THE ILLUMINATED PILOT LIGHT. 


SELECT VARIABLE RANGES FROM 20 cps SINE To 200 Ke SINE BY ROTATING THE RANGE 
SELECTOR SWITCH TO ANY ONE OF THE FIRST DISTINCTLY SEPARATE FOUR POSITIONS 
OF THE SWITCH. 


SELECT VARIABLE RANGES FROM 20 cps SQUARE WAVE, to 20 Ke SQUARE WAVE sy 
ROTATING THE Rance SELECTOR SwiTCH TO THE LOWER THREE SQUARE-WAVE POSITIONS 
OF THE SWITCH, INDICATED ON THE PANEL BY A BORDER OUTLINE AROUND THE IDENTI- 
FICATION. 


BEES FUMES FREQUENCY SQUARE WAVE OUTPUT as reEQuIRED BY ROTATING "HIGH 
FREQ Y 


UARE WAVE" swiTCH TO ONE OF ITS FOUR INDICATED POSITIONS, 


T NT_TUN AL IS USED For ALL VARIABLE RANGES AND IS CALIBRATED 
1N THE BASIC LOW RANGE OF THE INSTRUMENT. INASMUCH AS RANGE MULTIPLICATION 
OCCURS IN MULTIPLES OF TEN, THE DIAL READS SIMPLY FOR ALL VARIABLE RANGES, AS 
FOLLOWS: - 


20 ces To 200 ces « © & « © © « « READ OPRECTLY 
200 crs to 2Kc o ¢ © «© «© «© « « MULTIPLY ALL READINGS BY IO 
2 Ke to 20 Ke o + © «© © © « « MULTIPLY ALL READINGS BY 100 


20 Ke To 200 Ke o + «© «© © « © « MULTIPLY ALL READINGS BY 1000 
Tue SYNC, OUTPUT JACK DELIVERS A SMALL MAGNITUDE OF Fixeo Square WAVE ouTPUT, FOR Ex- 


TERNAL SYNCHRONIZATION PURPOSES. IN PRACTICE, THE OUTPUT FROM THIS JACK WILL BE APPLIED 
To THe EXTERNAL SYNC Post OF THE OSCILLOSCOPE BEING USED, FOR OPTIMUM SYNCHRONIZATION. 


* * 7 * 
SET-UP ano TYPICAL APPLICATION 
1. Insert THE Line Puue iNTO A source or 110/120 50/60 crs power. 
CAUTION: 

Do NOT CONNECT THIS INSTRUMENT TO A POWER SOURCE OTHER THAN THAT 
DESCRIBED ABOvE UNLESS Your PARTICULAR INSTRUMENT HAS BEEN OTHER- 
WISE DESIGNED AND 1S SO IDENTIFIED. 

2. Swap tHe LINE Toccte Switcn ON, 


3. ALLow A WARM-UP PERIOD (FOR MAXIMUM STABILITY) OF ABOUT IO MINUTES. 
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We WILL ASSUME FOR THE PURPOSE OF DESCRIBING A TYPICAL APPLICATION, THAT A SIMPLE 
FREQUENCY RESPONSE TEST IS TO BE PERFORMED ON AN AUDIO AMPLIFIER. 


3- Set THE ConTROLS AND SwitcHes oF THE E-300 AS FoLLows:- 
Function Switcw to "VARIABLE SINE-SQUARE" 
Range Switcn To "20-200" 
Lever Controt Between O ano 2 


\. Connect tHe "GND" BINDING POST OF THE E-300 TO GROUND OF THE AMPLIFIER; CONNECT 
tHE "OUTPUT" post of tHe E-300 To THE INPUT OF THE AMPLIFIER. 


5- AS AN INDICATOR OF OUTPUT FROM THE AMPLIFIER, ANY HIGH IMPEDANCE AC MEASURING 
INSTRUMENT WITH FLAT RESPONSE OVER THE ANTICIPATED FREQUENCY RANGE MAY BE USED. 
A VTVM EQuiPreo with AC MEASURING FACILITIES, SUCH AS PRECISION Series EV-I0A 
or EV-20 Equipreo with RF-IOA Prose MAY BE USED; However THE OSCILLOSCOPE 1s 
ONE OF THE MOST USEFUL HIGH IMPEDANCE VACUUM-TUBE-VOLTMETERS AVAILABLE TO THE 
TECHNICIAN~ENGINEER, WE WILL THEREFORE ASSUME THAT AN OSCILLOSCOPE SUCH AS 
PRECISION Sertes ES-500A or ES-520 ecquirppeo with a Low Capacity Prose (SP-5A) 
1S CONNECTED DIRECTLY ACROSS THE OUTPUT ( THE SPEAKER VOICE COIL OR TO THE 
PLATE OF THE LAST AMPLIFIER.) 


6. Set tHE E-300 TUNING DiaL To 60 CPS, FOR EXAMPLE AND ADJUST THE GAIN OF THE 
"SCOPE AND THE OUTPUT OF THE E-300 TO OBTAIN A GOOD SIZED SINE PATTERN ON THE 
"SCOPE SCREEN, ALWAYS KEEPING IN MIND THE CAUTION THAT THE OUTPUT oF THE E-300 
BE KEPT AT A MINIMUM, CONSISTENT WITH OPERATING CONDITIONS, IN ORDER TO MINIMIZE 
THE POSSIBILITY OF OVERLOADING THE AMPLIFIER AND INTRODUCING FALSE INDICATIONS 
OF DISTORTION. 


7. With THE "LeveL ControL" of THE E-300 ADJUSTED, NOTE THE TOTAL HEIGHT OF THE SINE 
PATTERN ON THE ‘SCOPE SCREEN BY COUNTING THE NUMBER OF VERTICAL SQUARES IT OCCUPIES 
ON THE 'SCOPE'S CALIBRATED CROSS-HATCH MASK. (PEAK-TO-PEAK MEASUREMENT). 


8. Now, WITHOUT TOUCHING ANY OTHER CONTROLS oR SWITCHES, MERELY ROTATE THE TUNING DIAL 
OF THE E-300 To 200, AND NOTE THE DIFFERENCE, IF ANY IN THE HEIGHT OF THE SINE 
PATTERN ON THE 'SCOPE. 


9. REPEAT THE PROCEDURE FOR AS MANY FREQUENCY POINTS AS REQUIRED TO DISPLAY THE CURVA- 
TURE OF THE AMPLIFIER RESPONSE, USING THE PEAK-TO-PEAK SINE WAVE AMPLITUDE READINGS 
AS READ ON THE 'SCOPE'S CROSS-HATCH MASK. 


NOTE: THE FLAT ouTPUT OF THE E-300 PERMITS THE USE OF THE GENERATOR AS NOTED 
ABOVE WITHOUT REPEATED V MEASUREMENTS OF DIRECT GENERATOR OUTPUT AT 
THE VARIOUS FREQUENCIES, 


Ss * * * * 


SINE APPLICATION NOTES 


THE USE AND APPLICATION OF A SINUSOIDAL Audio GENERATOR ARE QUITE GENERAL AND VARIED DUE TO 
THE BASIC NATURE OF THE OUTPUT. 


ONE OF THE MORE COMMONLY ENCOUNTERED APPLICATIONS 1S THE DETERMINATION OF AMPLIFIER FREQUENCY 
RESPONSE CHARACTERISTICS, AS PREVIOUSLY OUTLINED. THE RESPONSE OF A TYPICAL AUDIO AMPLIFIER 
AS PLOTTED ON 3 CYCLE LOG PAPER IS ILLUSTRATED IN FIG. | . SUFFICIENT OUTPUT READINGS ON THE 
OSCILLOSCOPE ARE TAKEN THROUGHOUT THE RANGE OF 30 CPs to 10,000 CPS TO PERMIT A SMOOTH CURVE 
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IT SHOULD BE NOTED AT THIS POINT THAT ALTHOUGH THE POINT-B8Y-POINT SINE RESPONSE CURVE AS 
PORTRAYED IN FIG. | PROVIDES AN ACCURATE PANORAMIC VIEW OF AMPLIFIER RESPONSE, SUCH A CHARAC- 
TERISTIC DOES NOT TELL THE COMPLETE STORY WHICH WILL INCLUDE THE ELEMENT OF PHASE DISTORTION. 
THE TECHNIQUE oF SQuaRE WAvE TESTING, COVERED LATER IN THIS MANUAL PROVIDES THE REQUIRED SEN- 
SITIVE INDICATION OF PHASE RELATIONSHIPS, 


Tue Sine GENERATOR BECOMES A USEFUL TROUBLE SHOOTING TOOL WHEN IT 1S USED TO LOCATE DEFECTIVE 
FREQUENCY SELECTIVE CIRCUITS IN MEDIUM AND WIDE-B8AND AMPLIFIERS. A LOW FREQUENCY CHECK (APPLY- 
ING GENERATOR TO INPUT, AND 'SCOPE TO OUTPUT) MAY INDICATE THE OUTPUT TO BE SIGNIFICANTLY 
GREATER THAN THE SAME IDENTICAL CHECK AT FOR EXAMPLE 5000 cps. 


IN THIS CASE THE GENERATOR IS BEING USED TO INDICATE THE NATURE oF THE TROUBLE. FROM THEN ON 
THE XPERIENCE AND BACKGROUND OF THE TECHNICIAN WILL ASSIST IN LOCATING THE EXACT TROUBLE SPOT 
ITSELF. 


THE SINE OUTPUT OF THE E-300 CAN BE USED IN SOME CASES TO DETERMINE THE DEGREE OF PHASE SHIFT 


IN AN AMPLIFIER AT A PARTICULAR FREQUENCY, AS FOLLCWS:- 


1. SET THE SINE OUTPUT OF THE GENERATOR TO THE DESIRED FREQUENCY. 


2. Ser tue LEVEL CONTROL To MAXIMUM POSITION, AND APPLY THE OUTPUT DIRECTLY 
TO THE VERTICAL PLATES oF AN OSCILLOSCOPE, 


3. CONSTRUCT A SIMPLE RESISTIVE VOLTAGE DIVIDER BY CONNECTING A 2000 OHMS POTENTIO- 
METER ACROSS THE OUTPUT OF THE GENERATOR. FEED THE VOLTAGE DEVELOPED ACROSS THE 
ARM OF THE POTENTIOMETER AND GROUND TO THE INPUT OF THE AMPLIFIER UNDER TEST. 
(SET THE POTENTIOMETER FOR MINIMUM VOLTAGE CONSISTENT WITH A SIZEABLE 'SCOPE 
PATTERN). THE OUTPUT OF THE AMPLIFIER 1S FED DIRECTLY TO THE HORIZONTAL Ptates 
OF THE OSCILLOSCOPE. THE RESULTING 'SCOPE WAVEFORM, WILL DISPLAY AN ELLIPTICAL 
FORM, SHOULC PHASE DISTORTION IN THE AMPLIFIER EXIST AT THE TEST FREQUENCY. THE 
DEGREE OF PHASE SHIFT 1S OF COURSE INDICATED BY THE SHAPE OF THE ELLIPTICAL PATTERN. 
TOP OR BOTTOM FLATTENING OF THE ELLIPTICAL SHAPE INDICATES OVERLOADING PRODUCED BY 
EXCESSIVE INPUT TO THE AMPLIFIER: SET POTENTIOMETER AT A LOWER LeveL.) See Fig. 2. 


MDOG® 


° 
= PHAS 
oe £498, 'G0 PHASE suiFT, No IN PHASE; PHASE SHIFT AND 


OVERLOAD DISTORTION. OVERLOAD DISTORTION. OVERLOAD DISTORTION. OVERLOAD DISTORTION 


FIG, 2 


THE VERTICAL AND HORIZONTAL AMPLIFIERS OF THE 'SCOPE ARE AVOIDED IN THIS EXAMPLE 
1N ORDER TO ELIMINATE WHATEVER SMALL DEGREE OF PHASE SHIFT 1S INHERENT IN THEIR 


DESIGN. IF However, A PRECISION ES-5O0A, ES-520 or Rectes 1S USED THE OPERATOR 
MAY GO THRU THE 'SCOPE AMPLIFIERS INASMUCH AS ALL SCOPES ARE COM- 


PENSATED AND CORRECTED FOR PHASE SHIFT. 


THE SINE AUDIO GENERATOR BECOMES ESPECIALLY USEFUL WHEN IT 1S APPLIED TO THE CORRECTION OF 


THE USUAL MIS-MATCH BETWEEN THE LOUDSPEAKER IN AUDIO SYSTEMS AND THE LOUDSPEAKER ENCLOSURE 
ITSELF. 


IN MOST INSTANCES THE COMMONLY ENCOUNTERED "BOOMY" BASS RESPONSE OF COMMERCIAL SPEAKER-EN~ 
CLOSURE COMBINATIONS CAN BE TRANSFORMED INTO SMOOTH NATURAL RESPONSE WHICH IS CHARACTERISTIC 
OF THE WELL DESIGNED AND ADJUSTED AUDIO SYSTEM. 
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A BRIEF METHOD OF CHECKING A Bass REFLEX SPEAKER SYSTEM 1S DETAILED AS FOLLOWS: 


|. CONNECT THE VARIABLE SINE OUTPUT OF THE E-300 IN SERIES wiTH A 100 OHM RESISTOR 
TO THE SPEAKER VOICE COIL. 


2. Connect an A.C. VOLTMETER OR "SCOPE ACROSS THE SPEAKER VOICE COIL. 


3. DETERMINE THE TWO LOW FREQUENCY RESONANT PEAKS IN THE SYSTEM BY NOTING PEAK 
VOLTMETER READINGS. THE FREQUENCY OF THESE PEAKS WILL VARY a» THE SIZE OF 
THE SPEAKER AND CABINET BUT SHOULD OCCUR IN THE REGION BETWEEN 4O AND 150 CcYcLes. 
IN A PROPERLY TUNED SYSTEM THE TWO PEAKS SHOULD BE RATHER BROAD AND OF APPROXI-~ 
MATELY THE SAME AMPLITUDE, IF ONE OF THE PEAKS 1S GREATER THAN THE OTHER TRY 
DAMPING THE PORT WITH ADDITIONAL LAYERS OF GRILLE CLOTH. 


OTHER APPLICATIONS OF THE SINE GENERATOR WILL SUGGEST THEMSELVES TO THE TECHNICIAN AND ENGINEER 
IN THE COURSE OF TEST AND DESIGN OF ELECTRONIC EQUIPMENT. A FEW EXAMPLES ARE USE OF THE GENER- 
ATOR TO EXTERNALLY MODULATE R.F. GENERATORS OVER A WIDE RANGE OF FREQUENCIES$ TO EXTERNALLY 
Power IMPEDANCE BRIOGES AT FREQUENCIES OTHER THAN THOSE STANDAROLY PROVIDED; DIRECT CHECK OF 
LOUDSPEAKER OPERATION, USING MATCHING TRANSFORMERS WHERE REQUIRED; CHECK OF RECORD EQUALIZA- 
TION POSITIONS ON PREAMPLIFIERS$ SOURCE OF POTENTIAL FOR CAPACITANCE CHECKS USING CAPACITATIVE 
DIVIDER AND AN AC VTVMs AND OTHER DIVERSIFIED APPLICATIONS. 


SQUARE WAVE APPLICATION NOTES 


THE SQUARE WAVE OUTPUT OF THE E-300 CAN BE UTILIZED TO GRAPHICALLY DISPLAY AND REVEAL VARIOUS 
TYPES OF DISTORTIONS IN ELECTRONIC CIRCUITS. 


HOWEVER BEFORE ATTEMPTING TO CORRELATE CIRCUIT ANALYSIS WITH SQUARE WAVE SHAPES IT MIGHT BE 
WELL TO ESTABLISH THE "MAKE-UP" AND SIGNIFICANCE oF THE SQUARE WAVE ITSELF. 


A THEORETICALLY PERFECT SQUARE WAVE CAN BE CONSIDERED TO BE COMPRISED OF AN INFINITE SERIES 

OF SINE WAVES. THIS STATEMENT IS AN EXPRESSION OF PE GURLER”S THEOREN WHICH SKYS THAT "ANY 
SINGLE-VALUED CONTINUOUS PERIODIC QUANTITY CAN BE EXPRESSED A ! NITE SERIES OF SINE WAVES". 
MORE SPECIFICALLY, IN THE CASE OF THE SQUARE WAVE, THE WAVE IS MADE UP OF A LARGE NUMBER OF 

ODD HARMONICS, Ist, 3RD, 5TH « « « « « ETC, ETC. 


FiG.27 ON PAGE IT ILLUSTRATES THE BASIC MAKE UP OF A SQuare Wave. Att ODD-NUMBERED Harmonics 
ARE SHOWN IN IN-PHASE RELATIONSHIP, IE? EACH SINE WAVE IN THE SERIES BEGINS ITS CYCLE AT THE 
BEGINNING OF THE SQUARE Wave CYCLE. To DEVELOP THE SQuare Wave IN FIG. 271T 1S MERELY NECES- 
SARY TO DRAW A NUMBER OF VERTICAL LINES THRU THE SQUARE WAVE AND TO ADD, ALGEBRAICALLY (08- 
SERVING POLARITY) THE MAGNITUDES OF THE SINE WAVES ALONG THIS VERTICAL LINE. FOR THE SAKE OF 
SIMPLICITY, WE WILL, OF COURSE, ONLY CONSIDER THE HARMONIC CONTENT UP TO THE QTH HARMONIC, IN 
ORDER THAT THE SKETCHES BE MADE SUFFICIENTLY ILLUSTRATIVE. 


AT "A," FOR EXAMPLE WE HAVE ALGEBRAICALLY ADDED THE FUNDAMENTAL, 3RD, 5TH, 7TH AND OTH HARMONIC 
WITH THE RESULTANT SUMMATION AT POINT B,. JF WE REPEAT THIS SAME ALGEBRAIC SUMMATION OF WAVE 
MAGNITUDES ALONG A LARGE NUMBER OF VERTICAL "CHECK" LINES WE WILL OBTAIN A RESULTANT wavesHaPe 
WHICH WILL OF COURSE TURN OUT TO BE THE SQUARE WAVE WHICH WE HAD STARTED OUT TO ANALYZE, 


THIS GRAPHICAL ANALYSIS OVER 1/2 CYCLE IMMEDIATELY REVEALS A STRIKING SYMMETRY TO THE LEFT AND 
RIGHT OF THE VERTICAL AXIS’ FOR ALL HARMONICS. ALL HARMONIC WAVE TRAINS ARE SEEN TO BEGIN THE 
1/2 CYCLE AT ZERO AMPLITUDE AND TO END THE I/2 CYCLE AT ZERO AMPLITUDE WITH THE PROPER SYMMETRY 
TO LEFT AND RIGHT OF THE VERTICAL AXIS TO EQUALLY "BUILD UP" BOTH CORNERS OF ONE HALF CYCLE OF 
THE RESULTANT SQuare Wave. Ir Even-NumBereo HARMONIC wAvEsHAPES (2n0, JitH, 6TH, ETC.) WERE 
INTRODUCED INTO THE CONTENT OF A SQUARE WAVE, OBVIOUS DISTORTIONS OF THE SQUARE WAVE WOULD BE 
PRODUCED BECAUSE OF ITS NON-SYMMETRICAL CONTRIBUTIONS OF A 1/2 CYCLE OF THE SQUARE WAVE. 


IF ALL SINE COMPONENTS OF THE SQUARE WAVE ARE BEGINNING THE I/2 CYCLE AT ZERO AMPLITUDE, THEY 
ARE OF CouRSE IN-PHASE. IN A WELL PROPORTIONED AND SHAPED SQUARE WAVE WE THEN HAVE A WHOLE 
SERIES OF SINE WAVES, VARYING IN FREQUENCY FROM LOW TO VERY HIGH, ALL IN PHASE AND ALL IN A 
RELATED AMPLITUDE. (THE AMPLITUDE OF ANY PARTICULAR HARMONIC IS IN INVERSE RELATIONSHIP TO 
THE ORDER OF THE HARMONIC, IN OTHER WORDS THE 3RD HARMONIC CONTENT HAS AN AMPLITUDE ONE THIRD 
THAT OF THE FUNDAMENTAL COMPONENT gy 


te-T R INDICATES THE AMPLITUDE RELATION BY THE FRACTION PRECEDING EACH MATHEMATICAL 
EXPRESSION FOR THE HARMONIC ELEMENT AS NOTED ON THE FOLLOWING PAGE: 
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FUNDAMENTAL STH HARM. 
3RD HARM. 7TH HARM. 


Y 


sees (cos x - = cos 3x + 4- cos 5x ....) 


1 
3 5 


; 


{ 


WHEN WE APPLY A WELL~SHAPED SQUARE WAVE TO THE INPUT, OF, FOR EXAMPLE, A WIDE BAND AMPLIFIER 

WE ARE, IN EFFECT, APPLYING A LARGE NUMBER OF SINE WAVES WHICH MUST PASS THROUGH THE AMPLIFIER 
'N THE SAME PHASE RELATIONSHIP AND WITH THE SAME RELATIVE AMPLITUDE, IN ORDER TO "COME OUT" 

OF THE AMPLIFIER THE SAME WELL SHAPED SQUARE WAVE AS WAS APPLIED TO THE INPUT OF THE AMPLIFIER. 


But TO CONTINUE WITH THE ANALYSIS OF THE SQUARE WAVE ITSELF. 


Fi@.27 CANNOT OF COURSE BEGIN TO ILLUSTRATE THE PRACTICALLY INFINITE NUMBER OF HARMONICS 

WHICH CONSTITUTE A SHARP SQUARE WAVE. Bur IF ONE TAKES LINE "A," OF FIG.27 AND IMAGINES THE 
PRESENCE OF IN~PHASE HARMONICS AS HIGH AS THE IOOTH oR 5SOOTH AND IF WE UNDERSTAND THAT WE ARE 
TO ADD ALL COMPONENTS UP TO LOCATE THE RESULTANT POINT ON THE SQUARE WAVE WHICH 1S PROOUCED, 


WE BEGIN TO SEE THAT A GOOD SQUARE Wave MAY START AT I/2 CYCLE AT ZERO AMPLITUDE, BUT IT BUILDS 
up_to MAXIMUM AMPLITUDE IN A VERY SMALL FRACTION OF THE 1/2 CYCLE (PRACTICALLY INSTANTANEOUSLY). 
THis "BUILD-UP" FROM 10% ABOVE ZERO AMPLITUDE TO 90% OF MAXIMUM AMPLITUDE 1S APPROPRIATELY 


TERMED "RISE TIME" of THe SQuare WAVE AND 1S AN IMPORTANT FACTOR IN THE COMPOSITION OF THE 
Square Wave. 


IF WE CONSIDER THE TIME AXIS OF FIG.3 WHICH ILLUSTRATES A 60 cps Square WAVE WE SEE THAT THE 

c A OF WAVESHAPE 1S 60 CPS BUT IF WE LOOK CLOSELY WE SEE THAT THE FAST RISE OF 
AMPLITUDE FROM ZERO TO MAXIMUM ° COND, AND 
ACTUALLY CONSTITUTES A RELATIVELY HIGH FREQUENCY ALTERNATION. THIS LEADING EDGE OF A SQUARE 
WAVE WHICH INCLUDES THE DURATION OF THE RISE TIME 1S A SENSITIVE INDICATION OF THE HIGH FRE- 
QUENCY CHARACTERISTIC OF THE CIRCUIT TO BE TESTED. 


In FiG.27 we SEE THAT THE SHAPE OF THE FLAT ToP 
PORTION OF THE I/2 CYCLE IS INFLUENCED most 
STRONGLY BY THE LOW ORDER HARMONICS, IE: 3RD, 


5TH, eTC. Shouto THe AMPLITUDE oF THE FUNDA- FIG. 3 
MENTAL, FOR EXAMPLE BE REDUCED BELOW THE VALUE 

REQUIRED FOR GOOD SQUARE WAVE SHAPE, AN OBVIOUS 

CURVATURE APPEARS ALONG THE SQuarRe WAVE ToP As 60 CPS 
ILLUSTRATED IN FG. 4. .ON THE OTHER HAND IN A Sat a 


THEORETICAL CASE A REDUCTION IN AMP SQUARE WAVE 
oF tHe HIGH FREQUENCY COMPONENTS WOULD HAVE NO 


NOTICEABLE EFFECT ON THE FLAT TOP BECAUSE OF 

THE "BALANCING-OUT" EFFECT CREATED BY THE MULTI- 
PLICITY OF ALTERNATIONS ALONG THE FLAT TOP AS 
INDICATED IN Fic.5 . 


WE HAVE ALREADY NOTED THAT SHORT RISE TIME wHicu 
OCCURS AT THE BEGINNING OF THE I/2 crcLe Is 
CREATED BY THE IN=PHASE SUM OF ALL THE MEDIUM AND 
HIGH FREQUENCY SINE COMPONENTS. THE SAME HOLDS 
TRUE FOR THE RAPID DROP AT THE END oF THE 1/2 
CYCLE FROM MAXIMUM AMPLITUDE TO ZERO AMPLITUDE AT 
tHe 180° or 1/2 cycLe POINT. THEREFORE A THEORET- 
ICAL REDUCTION IN AMPLITUDE ALONE OF THE HIGH 
FREQUENCY COMPONENTS SHOULD PRODUCE A ROUNDING OF 
THE SQUARE CORNERS AT ALL FOUR POINTS OF ONE 
Square Wave cycte. (See Fia. 20 Pa, 16). 
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FIG. 4 


he.» 
Courtesy JOHN F.RioerR, PustisHinG Co. 


THUS FAR WE HAVE INDICATED THAT A USEFUL SQUARE WAVE HAS FAST RISE TIME AND WELL-SQUARED PRO- 
PORTIONS. INASMUCH AS THE SQUARE WAVE IS TO BE OBSERVED ON A ‘SCOPE IT MIGHT BE WISE TO INTER- 
PRET THE APPEARANCE OF A SQUARE WAVE AT VARIOUS FUNDAMENTAL FREQUENCIES. 


IF WE FIRST OBSERVE A 50,000 cps SQuare WAVE DIRECTLY ON A WIDE-BAND ‘SCOPE, WE WILL PROBABLY 
NOTICE A FAIRLY SHARP RISE~TIME. See Fig. 6. A 50,000 cps Square Wave HAS A 20 MICROSECONDS 


DURATION FOR ong cycle. THE RISE-TIME IN THIS CASE MIGHT BE -05 MICROSECOND oR ONE _FOUR-HUNDRETH 
THIS BASIS IF WE SHOULD DECIDE TO ESTABLISH A RATIO BETWEEN SQUARE WAVE CYCLE 


CYCLE. 
AND RISE-TIME OF 400 To ONE, WE WOULD FIND THAT A SIMILARLY SHAPED WITH THE 

A are Rise- WOULD HAVE A RISE TIME OF 31 MICROSECONDS, A MUCH LONGER RISE 
TIME THAN . > BLE ATA CPS FUNDAMENTAL SQuaRE Wave Frequency. 
IT BECOMES EVIDENT THAT THE VALUE OF RISE-TIME CANNOT BE QUICKLY DETERMINED BY THE APPEARANCE ALONE 


OF THE WAVESHAPE ON THE ‘scope. A 60 cpg SQuarRe WAVE WITH A 15 MiCRoseono RISE-TIME WILL APPEAR 
TO HAVE SHORTER RISE-TIME THAN A 50,000 cps Square WAVE WITH A -O5 MICROSECOND Rise-Time - See 


Figs. 6 ANd 7. 


60 CPS. 


50 KC. 
SQUARE WAVE 


SQUARE WAVE 


OS 
MICRO 
SECOND 
20 MICROSECONDS 


THE BASIC OPERATION OF THE OSCILLOSCOPE ITSELF CONTRIBUTES TO MISLEADING APPEARANCE OF RISE- 


16.67 MILLISECONDS | FIG. 7 


Time. To OBSERVE A SINGLE CYCLE oF SQUARE WAVE AT 30 KC THE "SCOPE BEAM 1S TRAVELLING AT A 
RELATIVELY FAST RATE AND THE RISE-TIME PORTION OF THE TRACE 1S BEING TRACED BY THE ‘SCOPE BEAM 
MANY MORE TIMES PER SECOND AS COMPARED TO A 60 Ces SQuare Wave, FoR EXAMPLE: THE RISE-TIME 
PORTION OF THE GO CPS SQUARE WAVE MAY THEN APPEAR EXTREMELY SHARP, BEING PRACTICALLY INVISIBLE, 
WHEREIN THE RISE-TIME OF THE 30 KC MAY SHOW RELATIVELY BRIGHT AND THEREBY APPEAR TO BE MUCH 


SLOWER THAN IT REALLY IS. 
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AT THIS POINT IT WOULD BE HELPFUL TO ESTABLISH THE RELATIONSHIP BETWEEN RISE-TIME AND THE 
AMPLIFIER BANDWIDTH REQUIRED TO TRANSMIT THE LEADING EDGE oF THE SQUARE WAVE: ANY CYCLIC TIME 
BE CONVER FREQUENCY IN CPS A OLLOwS: 


A. Frequency tn CPS = 1 x 106 
Time «1 MICROSECONDS FOR ONE CYCLE 


OR 


B. Time 1m Microseconos_ _ 1 x 106 


FOP ONE CYCLE Frequency in CPS 


IF WE SUBSTITUTE .05 MICROSECONDS IN THE DENOMINATOR OF "A", FREQUENCY 
BECOMES 20 MEGACYCLES. 


HOWEVER IT IS GENERALLY RECOGNIZED THAT IF WE ARE DEALING WITH THE SPECIAL 
CASE OF RISE-TIME OF A SQUARE WAVE THE EXPRESSION BECOMES: 


Fees * Lgyle = pele = 10 Mc. 
x * S. 


OR A MINIMUM BANoOWIOTH OF IO Mc IS REQUIRED TO SATISFACTORILY TRANSMIT THE 
LEADING EDGE OF A SQuaRE Wave with .05 MICROSECOND Rise-Time. 


IT 1S SIGNIFICANT TO NOTE THAT THE Rise Time eention OF THE SQUARE Wave QETEEMINES THE BAND- 
yore REQUIRED TO FAITHFULLY REPRODUCE THE SQUARE WAVE. SwouLo one SQuare WAVE BE TWICE THE 
UNDAMENTAL FREQUENCY OF ANOTHER, BUT BOTH HAVE THE SAME RISE Time, THEN THE SAME BANDWIDTH 

(DETERMINED BY THE RISE TIME) WILL BE REQUIRED BY BOTH FOR ACCURATE REPRODUCTION. 


THE PRECEDING DISCUSSION LEADS US TO THE CONCLUSIONS THAT A GOOD SQUARE WAVE CAN BE FAITHFULLY 
TRANSMITTED THROUGH AN AMPLIFIER OR NETWORK ONLY IF THE NETWORK DOES NOT SELECTIVELY SUPPRESS 
THE AMPLITUDE OF A HARMONIC OR HARMONICS; DOES NOT SHIFT THE RELATIVE PHASE oF A HARMONIC OR 
HARMONICS; AND DOES HAVE SUFFICIENTLY WIDE AND LINEAR BANDWIDTH (IN THE CASE OF AN AMPLIFIER) 
TO PERMIT ACCURATE REPRODUCTION OF THE RISE TIME PORTION OF THE CYCLE. 


INASMUCH AS MINOR DEVIATIONS FROM THE ABOVE REQUIREMENTS RESULT IN DISTORTION OF THE SQuare Wave 
WE ARE LOGICALLY LED INTO A DISCUSSION OF THE INTERPRETATION OF SQUARE WAVE DISTORTIONS AND THEIR 


SIGWIFICANCE, 


AS AN EXAMPLE, LET US TAKE A SIMPLE RC CIRCUIT ENERGIZED BY A SQUARE WAVE POTENTIAL. 
IF TIME DURATION OF A CYCLE OF THE SQUARE WAVE IS QUITE LONG AS COMPARED To THE TIME CONSTANT 


(R tn Mecoums x C 1m MICROFARADS) oF THE RC NETWORK SHOWN IN FIG. 8 THEN WE CAN SAY WE ARE 
APPLYING A RELATIVELY LOW FREQUENCY Square WAVE TO THE NETWORK. 


ER 


E 
Ya HF : 


SQUARE W. SQUARE WAVE 


IN SUCH A CASE THE WAVEFORM ACROSS C wouto Aprear as —c IN FIG.8A , AND THE WAVEFORM ACROSS R 
WOULD APPEAR AS Ep IN FIG.8A . 
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IF we CONSIDER THE RC NETWORK AS A SIMPLE FILTER, THEN WE CAN ANALYZE THE ROUNDED CORNERS OF E. 

IN FIG. BA AS AN INDICATION OF HIGH FREQUENCY COMPONENT ATTENUATION. IN OTHER WORDS THE REACT- 
ANCE OF THE CAPACITOR AT THE HIGHER COMPONENT FREQUENCIES BECOMES LOWER, DIVIDING DOWN THE HIGHER 
COMPONENTS. CONVERSELY MOST OF THESE HIGHER COMPONENTS NOW APPEAR ACROSS R, PRODUCING THE EXCELL~ 
ENT LEADING EDGE FOR Eg, Fic. ° 


Now If WE CHANGE THE FREQUENCY OF THE SQUARE WAVE SUCH THAT THE TIME DURATION OF A CYCLE IS RE~ 
LATIVELY SMALL AS COMPARED TO THE RC TIME CONSTANT, THEN WE CAN SAY THAT WE ARE APPLYING A HIGHER 
FREQUENCY SQUARE WAVE TO THE NETWORK. 


IN SUCH A CASE THE WAVEFORM ACROSS C MIGHT APPEAR AS Ec IN FIG. 8B. 


CONTINUING THE FILTER ANALYSIS, Ec oF Fic. 8B RESULTS FROM THE FACT THAT THE RELATIVE REACTANCE 
or C 1S LOW FOR ALL FREQUENCIES OF THE SQUARE WAVE INASMUCH AS WE ARE APPLYING A RELATIVELY Hiew 
FREQUENCY SQUARE WAVE TO BEGIN WITH. THEREFORE THE VOLTAGE ACROSS C SHOWS "POOR" HIGH AND LOW 
FREQUENCY "RESPONSE", 


ER, oF Fic. 88 INDICATES THE DIVIDER ACTION OF THE FILTER WHICH PRODUCES RELATIVELY LOW REACTANCE 
FOR THE HIGHS AND LOWS, AND RESULTS IN THE APPEARANCE OF THESE COMPONENTS ACROSS R. 


GENERAL SQUARE WAVE TESTING OF AMPLIFIERS 


DISTORTION CAN BE CLASSIFIED INTO THREE OISTINCT CATEGORIES: — 


Tue First 1s FREQUENCY DISTORTION AND REFERS TO THE CHANGE FROM NORMAL AMPLITUDE - 
OF A COMPONENT OF A COMPLEX WAVEFORM. IN OTHER WORDS THE INTRODUCTION 
IN AN AMPLIFIER CIRCUIT OF RESONANT NETWORKS, OR SELECTIVE FILTERS 
CREATED BY COMBINATION OF REACTIVE COMPONENTS WILL CREATE PEAKS OR DIPS 
IN AN OTHERWISE FLAT FREQUENCY RESPONSE CURVE, 


Tue seconn 1S NON LINEAR DISTORTION, AND REFERS TO A CHANGE IN WAVESHAPE PRODUCED 
BY APPLICATION OF THE WAVESHAPE TO NON LINEAR COMPONENTS OR ELEMENTS 
SUCH AS VACUUM TUBES, AN IRON CORE TRANSFORMER, AND IN AN EXTREME CASE 
A DELIBERATE NON-LINEAR CIRCUIT SUCH AS A CLIPPER NETWORK. 


Tue THrrD ts DELAY or PHASE DISTORTION, WHICH IS DISTORTION PRODUCED BY A SHIFT 
IN PHASE BETWEEN ONE OR MORE COMPONENTS OF A COMPLEX WAVEFORM. 


IN THE EXAMPLES USED UP TO THIS POINT WE DISCUSSED "AMPLITUDE” REDUCTION OF A PARTICULAR 
COMPONENT IN A SQUARE WAVE, AS THOUGH IT OCCURRED INDEPENDENTLY OF PHASE DISTORTION OR 
WAS PRODUCED BY A NON-LINEAR ELEMENT. IN ACTUAL PRACTICE HOWEVER, A REDUCTION IN AMPLI- 
TUDE of A SQUARE WAVE COMPONENT (SINUSOIDAL HARMONIC) IS USUALLY CAUSED BY A FREQUENCY 
SELECTIVE NETWORK WHICH INCLUDES CAPACITY, INODUCTANCE, OR BOTH. THE PRESENCE OF THE C or 
L INTRODUCES A DIFFERENCE IN PHASE ANGLE BETWEEN COMPONENTS CREATING PHASE DISTORTION OR 
DELAY DISTORTION. 


THEREFORE IN SQUARE WAVE TESTING OF PRACTICAL CIRCUITRY WE WILL USUALLY FIND THAT THE DIS- 
TorTeo Sauare Wave tNCLUDES A COMBINATION oF Amptitupe AND PHASE DISTORTION CLUES. 


lr we NOW PROCEED TO THE APPLICATION OF Square WAVES TO A TYPICAL WIDE BAND AMPLIFIER WE FIND THAT 
A SQUARE WAVE CHECK ACCURATELY REVEALS MANY OISTORTION CHARACTERISTICS OF THE CIRCUIT? — 

THE RESPONSE OF AN AMPLIFIER IS INDICATED IN FIG. 9 REVEALING POOR LOW FREQUENCY 

RESPONSE ALONG WITH OVERCOMPENSATED HIGH FREQUENCY BOOST. 


A 100 cps SQUARE WAVE APPLIED TO THE INPUT OF THIS AMPLIFIER WILL APPEAR AS IN FiG,. IOA, 
THIS FIGURE INDICATES SATISFACTORY MEDIUM FREQUENCY RESPONSE (aPpROx. | KC To 2 Ke.) 
BUT SHOWS POOR LOW FREQUENCY RESPONSE. 


Next, A 1000 cps SQUARE WAVE APPLIED TO THE INPUT OF THIS SAME AMPLIFIER WILL APPEAR 
AS IN Fic. 10B, THIS FIGURE DISPLAYS GOOD FREQUENCY RESPONSE IN THE REGION OF 1000 
to 000 cps BUT CLEARLY REVEALS THE OVERCOMPENSATION AT THE HIGHER IO Ke REGION BY 
THE SHARP RISE AT THE TOP OF THE LEADING EDGE oF THE SQUARE WAVE. 
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AS A RULE OF THUMB IT CAN BE SAFELY SAID THAT A SQUARE WAVE CAN BE USED TO REVEAL RESPONSE AND 
PHASE RELATIONSHIPS UP TO THE I5TH OR 2OTH ODD HARMONIC OR UP TO APPROXIMATELY 4O TIMES THE 
FUNDAMENTAL OF THE SQUARE WAVE. USING THIS RULE OF THUMB IT IS SEEN THAT WIDE BAND CIRCUITRY 
WILL REQUIRE ATLEAST A TWO-FREQUENCY CHECK TO PROPERLY ANALYZE THE COMPLETE SPECTRUM. IN THE 
CASE ILLUSTRATED BY FIG. 9 A 100 ces SQUARE WAVE WILL ENCOMPASS COMPONENTS UP TO ABOUT 4000 ces. 
To ANALYZE aBove 4OOO ces AND BEYOND 10,000 crs a 1000 crs SQUARE WAVE SHOULD BE SATISFACTORY. 


Now, THE REGION BETWEEN 100 crs Ano 4000 ces IN FIG. 9 SHOWS A RISE FROM POOR Low Frequency 
RESPONSE TO A FLATTENING OUT FROM BETWEEN 1000 ano 4OOO ces. THEREFORE WE CAN EXPECT THAT THE 
HIGHER FREQUENCY COMPONENTS IN THE 100 CPs SQUARE WAVE WILL BE RELATIVELY NORMAL IN AMPLITUDE 
ANO PHASE BUT THAT THE LOWER FREQUENCY COMPONENTS IN THIS SAME SQUARE WAVE WILL BE STRONGLY 
MODIFIED BY THE POOR Low FREQUENCY RESPONSE OF THIS AMPLIFIER. See Fie. IOA. 


IF THE COMBINATION OF ELEMENTS IN THIS AMPLIFIER WERE SUCH AS TO ONLY DEPRESS THE Low Frequency 
COMPONENTS IN THE SQUARE WAVE, A CURVE SIMILAR TO Fic. 4 wouLD BE OBTAINED. HowEVER REDUCTION 
IN AMPLITUDE OF A COMPONENT, AS ALREADY NOTED, IS USUALLY CAUSED BY A REACTIVE ELEMENT, CAUS- 
ING IN TURN A PHASE SHIFT OF THE COMPONENT, PRODUCING THE STRONG TILT OF Fic. IOA. Fic. 30 on 
Pace I7 REVEALS THE GRAPHICAL DEVELOPMENT OF A SIMILARLY TILTED SQuARE Wave. THE TILT 1S SEEN 
TO BE CAUSED BY THE STRONG INFLUENCE OF THE PHASE-SHIFTED 3RD HARMONIC. IT ALSO BECOMES EVI- 
DENT THAT VERY SLIGHT SHIFTS IN PHASE ARE QUICKLY SHOWN UP BY TILT IN THE SQuaRE Wave. 


Fig. 27 To Fig. 30 AT THE END OF THE BOOK REVEALS A FEW OF THE VARIOUS DISTORTIONS IN SQUARE 
WAVE SHAPE WHICH CAN BE PRODUCED BY MODIFYING HARMONIC COMPONENTS EITHER PHASE-WISE OR IN AMPLI- 
TUDE. 


FiG. 29 INDICATES THE TILT IN SQUARE WAVE SHAPE PRODUCED BY A 10° PHASE SHIFT OF A Low FREQUENCY 
ELEMENT IN A LEADING DIRECTION, THE TILTING SHAPE OF THE RESULTANT WAVE RESULTS FROM THE SIMPLE 
ALGEBRAIC ADDITION OF ALL COMPONENTS ALONG A VERTICAL LINE AS HAS BEEN PREVIOUSLY NOTED IN THIS 
DISCUSSION. 


Fig. 28 aALso INDICATES A 10° PHASE SHIFT IN A LOW FREQUENCY COMPONENT IN A LAGGING DIRECTION, 
THE TILTS ARE OPPOSITE IN THE TWO CASES BECAUSE OF THE DIFFERENCE IN POLARITY OF THE PHASE ANGLE 
IN THE TWO CASES AS CAN BE CHECKED THROUGH ALGEBRAIC ADDITION OF COMPONENTS. 


Fig. 22 INDICATES LOW FREQUENCY COMPONENTS WHICH HAVE BEEN REOUCED IN AMPLITUDE AND SHIFTED IN 
PHASE. IT WILL BE NOTED THAT THESE EXAMPLES OF LOW FREQUENCY DISTORTION ARE CHARACTERIZED BY 
CHANGES IN SHAPE OF THE FLAT TOP portion oF THE SQuare WAVE, 


Fia. 108 PREVIOUSLY DISCUSSED, REVEALED HIGH FREQUENCY "OVERSHOOT" PRODUCED BY A RISING AMPLIFIER 
RESPONSE AT THE HIGHER FREQUENCIES, IT SHOULD AGAIN BE NOTED THAT THIS OVERSHOOT MAKES ITSELF 
EVIDENT AT THE TOP OF THE "LEADING" EDGE OF THE SQUARE WAVE. THIS CHARACTERISITIC RELATIONSHIP 

1S EXPLAINED BY REMEMBERING THAT IN A NORMAL WELL SHAPED SQUARE WAVE, THE SHARP RISE AT "O" 15 
CREATED BY THE SUMMATION OF A PRACTICALLY INFINITE NUMBER OF HARMONIC COMPONENTS RISING IN AMPLI- 
Tuoe From "O", IF AN ABNORMAL RISE IN AMPLIFIER RESPONSE OCCURS AT HIGH FREQUENCIES, THE HIGH 
FREQUENCY COMPONENTS IN THE SQUARE WAVE WILL BE AMPLIFIED DISPROPORTIONATELY GREATER THAN OTHER 
COMPONENTS CREATING A HIGHER ALGEBRAIC SUM ALONG THE LEADING EDGE. 
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Fic.tl INDICATES HIGH FREQUENCY SOOST IN AN AMPLIFIER ACCOMPANIED BY A LIGHTLY DAMPED "SHOCK" 
TRANSIENT. THE SINUSOIDAL TYPE OF DIMINISHING OSCILLATION ALONG THE TOP OF THE Sauare Wave 
INDICATES A TRANSIENT OSCILLATION IN A RELATIVELY HIGH "Q” NETWORK IN THE AMPLIFIER CIRCUIT. 

IN THIS CASE THE SUDDEN TRANSITION IN THE SQUARE WAVE POTENTIAL FROM A SHARPLY RISING RELATIVELY 
HIGH FREQUENCY VOLTAGE TO A LEVEL VALUE OF LOW FREQUENCY VOLTAGE SUPPLIES THE ENERGY FOR OSCILLA~ 
TION IN THE RESONANT NETWORK. IF THIS NETWORK IN THE AMPLIFIER 1S REASONABLY HEAVILY DAMPED 
THEN A SINGLE CYCLE TRANSIENT OSCILLATION MAY BE PRODUCED AS INOICATED IN Fig.t2 


FIG Il FIG I2 


VIDEO AMPLIFIER TESTING 


ONE OF THE MOST USEFUL APPLICATIONS OF THE 5O Kc To 500 Ke Fixeo Square Wave outeut of THE E-300 
1S 17S USE IN THE TESTING OF TV VIDEO AMPLIFIERS. IN ACTUAL OPERATION, WHEN AMPLIFYING PICTURE 
INFORMATION, THE VIDEO AMPLIFIER MUST BE CAPABLE OF REPRODUCING AND AMPLIFYING RAPID TRANSITIONS 
FROM WHITE TO BLACK AND VICE VERSA. THESE TRANSITIONS ARE THE EQUIVALENT OF STEEP WAVE FRONTS 
AND CAN BE EFFECTIVELY SIMULATED BY SUBSTITUTION OF A SQuare Wave VOLTAGE. 


We HAVE ALREADY NOTED THAT THE SQUARE WAVE IS QUITE SENSITIVE TO TIME DELAY OR PHASE SHIFT BE- 
TWEEN COMPONENTS OF A COMPLEX WAVE. IN THE VIDEO AMPLIFIER MAINTENANCE OF A LINEAR PHASE 
CHARACTERISTIC 1S QUITE IMPORTANT, INASMUCH AS PHASE DISTORTION IN THE AMPLIFIER CAN CAUSE 
CERTAIN PICTURE ELEMENTS TO ARRIVE OUT-OF-STEP TIME-WISE, CREATING DETAIL INTERFERENCE OR SMEAR. 


TWE INSTRUMENT SETUP FOR CHECKING THE VIDEO AMPLIFIER IS AS FOLLOWS: 


1. Set up tHe E-300 ror 250 Ke Fixed FREQUENCY SQUARE WAVE OUTPUT. ConNECT THE 
"HIGH" POST OF THE TERMINATION BOX TO THE GRID OF THE IST VIDEO AMPLIFIER 
THRU A OI MFD CAPACITOR. 


2. DeTUNE THE FRONT END OR DISABLE THE LOCAL OSCILLATOR TO PREVENT STATION IN- 
~ FORMATION TO INTERFERE WITH THE TEST WAVEFORM. 


3. Conwect THE ouTPUT OF THE VIDEO AMPLIFIER (imput of THe CR Tuse) o1RECTLY TO 
THe VERTICAL PLATES oF THE ‘scope (UNLESS 4 wide Bano *SCore sucw as PRECISION 
ES-570 18 BEING used. IF AN ES-570 1S USED, THEN THE OUTPUT OF THE Vipeo 
AMPLIFIER MAY BE CONNECTED TO THE "SCOPE'S AMPLIFIER). 


4h, Sync THE "SCOPE TO OBTAIN A STATIONARY PATTERN ON 250 Kc SQuare Wave. 


5. A SQUARE WAVE PATTERN SIMILAR TO FIG.13 INDICATES? ~ 

A. "RINGING" OR SHOCK OSCILLATION OF ONE OR 
MORE OF THE PEAKING COIL CIRCUITS USED 
TO COMPENSATE THE VIDEO AMPLIFIER AT THE 
HIGHER FREQUENCIES. 


B. PHASE SHIFT AT THE HIGHER FREQUENCIES 
INDICATED BY ROUNDING OFF OF THE LEADING 
cCoRmeR OF THE SQuARE WAVE. 


IT MUST BE BORNE IN MIND THAT A SQuare Wave Test AT 250 Ke. 
1S EXAMINING THE CHARACTERISTIC OF THE AMPLIFIER FROM 250 Kc 
on UP AND THEREFORE INDICATES CONDITIONS AT THE HIGHER FRE- 
QUENCY LIMIT OF THE AMPLIFIER. A 250 Ke Square WAVE TEST 
HOWEVER INDICATES NOTHING CONCERNING THE Low FREQUENCY END. 
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THEREFORE IT BECOMES APPARENT THAT A - c re WA T OF VIDEO AMPLIFIERS BECOMES 


A MINIMUM NECESSITY:~— 


6. 


T- 


One at 250 KC WHICH EFFECTIVELY REVEALS CONDITIONS FROM 
1TS FUNDAMENTAL FREQUENCY ON UP TO THE HIGH LIMIT OF THE 


VIDEO AMPLIFIER, 


AND. 


Owe AT APPROXIMATELY 60 CPS WHICH DISCLOSES THE Low Frequency 


HARACTERISTIC,. 


A THIRD FREQUENCY IN THE REGION BETWEEN 60 CPs AWD 250 Ke may 
1S USUALLY 


BE USED IF DESIREDS HOWEVER THE TWO-FREQUENCY CHECK 
SUFFICIENT. 


Next, To PERFORM THIS Low Frequency Square Wave CHECK, switch THE E-300 Function 
Switcn To "VARIABLE SINE-SQUARE", amp ROTATE THE RANGE SwitcH To "20-200 Square". 


DISCONNECT THE OUTPUT OF THE TERMINATION Box FROM THE INPUT OF THE VIDEO AMPLIFIER, 
AND CONNECT LEADS FROM THE "OUTPUT" ano "GND" posts AT THE LEFT OF THE PANEL TO 


THE INPUT OF THE VIDEO AmPLIFIER. 


Set THE TUNING DIAL TO APPROXIMATELY 7O CPS, AND SET THE "LeveL ConTROL™ TO AS Low 


A VALUE AS WILL PRODUCE A SIZEABLE PATTERN ON THE ‘SCOPE. 


NOTE: 70 CPS 1S RECOMMENDED INSTEAD OF 60 CPS IM ORDER TO MAKE 60 crcLe 


HUM MODULATION VISIBLE AS A WAVY REACTION AND NOT AS A TILT DISTORTION 


WHICH MIGHT OCCUR IF THE GENERATOR WERE ACCURATELY SET TO 60 crctes. 


THE RELATIVELY FLAT TOP OF THE RESULTANT 70 
CYCLE SQUARE WAVE oF Fic. 14 tworcates Goon 
Low FREQUENCY RESPONSE AND INSIGNIFICANT Low 
FREQUENCY PHASE SHIFT. NO ROUNDING OF THE 
LEADING EDGE INDICATES NO DISTORTION OF THE 
HIGHEST FREQUENCY COMPONENTS IN THE 70 CPS 
SQUARE WAVE. THE HIGH COMPONENTS IN THIS 

Low FREQUENCY SQUARE WAVE DO NOT APPROACH THE 
MEGACYCLES PORTION OF THE VIDEO AMPLIFIER 
RESPONSE CURVE, AS FAR AS ABILITY TO INFLUENCE 
THE SHAPE OF THE SQUARE WAVE IS CONCERNED. 


HowEVER IF THE FREQUENCY RANGE OF THE E-300 IS 
GRADUALLY INCREASED uP TO 20 KC A PROGRESSIVE 
ROUNDING OF THE LEADING CORNER WILL BE NOTED. 
THE SMALL-RADIUS CORNER AT 20 Kc, (See Fic. 15 ) 
1S JUST AS SIGNIFICANT TO THE OBSERVER AS THE 
LARGE RADIUS CORNER AT 250 Ke (Fic. 13) 1F tT 
1S KEPT IN MIND THAT COMPRESSION OR REDUCTION 
OF THE RADIUS 1S A LOGICAL RESULT OF REDUCING 
THE FUNDAMENTAL FREQUENCY OF THE SQUARE Wave 
SUCH THAT PROGRESSIVELY HIGHER FREQUENCY COM- 
PONENTS ARE INDICATING THE HIGH FREQUENCY DIS- 
TORTION. AS THE FUNDAMENTAL FREQUENCY OF THE 
SQuaRE WAVE 1S REDUCED BACK Down TO 7O CPS, 

THE HIGH FREQUENCY COMPONENTS WHICH MIGHT 
CONCEIVABLY AFFECT THE LEADING EDGE OF THE 
SQUARE WAVE ARE SO HIGH IN ORDER AND THEREFORE 
SO INSIGNIFICANT IN AMPLITUDE AS TO HAVE NEGLI- 
GIBLE EFFECT ON THE RESULTANT SQUARE WAVE. 


We CAN THEREFORE EXPECT HIGH FREQUENCY DISTORTION 
TO APPEAR AS A PROGRESSIVELY LARGE ROUNDING OF 

THE LEADING EDGE OF A SQUARE WAVE AS THE FREQUENCY 
oF THE SQUARE WAVE 1S INCREASED FROM A LOW VALUE 
UP TOWARDS A VALUE APPROXIMATELY ONE-TWENTIETH OF 
THE UPPER PORTION OF THE AMPLIFIER RESPONSE 
spectrum. (TEN ODD HARMONICS). 


But To GO BACK TO THE 250 Ke SQUARE WAVE ILLUSTRATED IN 
Fie.13. 


THE DEGREE OF LEAD-EDGE ROUNDING APPEARS TO BE 


QUITE LARGES HOWEVER A REFERENCE FOR COMPARISON MUST BE 
ESTABLISHED BEFORE THE OBSERVER CAN DECIDE WHEN ROUNDING 
1S EXCESSIVE. FIG.}¥G THEREFORE INDICATES THE DEGREE OF 
ROUNDING OF A 250 Ke Square WAVE WHICH CORRELATES WITH A 


CONDITION OF FUZZY PICTURE DETAIL INDICATING SIGNIFICANT 
Higu Frequency Loss. 


FIG. |4 


FIG. IS 
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IT 1S IMPORTANT THAT THE OBSERVER CORRELATE THE DEGREE 

OF ROUNDING WITH THE FUNDAMENTAL OF THE SQUARE WAVE 

BEING USED, 1€: Had A 50 Ke SQuare WAVE BEEN USED IN 

THE PREVIOUS EXAMPLE, THE ROUNDING WOULD HAVE SEEN 

LESS EXAGGERATED; HOWEVER THE ANALYSIS SHOULD BE THE 

SAME, MEANING THAT THE OBSERVER SHOULD BE ABLE TO 

PICTURE THE DEGREE OF ROUNDING OF a 50 Ke. Square Wave 

WHEREIN A CONDITION OF FUZZY PICTURE DETAIL EXISTS. FIG. I6 


THE SHARP RISE TIME OF THE SQUARE WAVE GENERATED BY THE 
E-300 MAY INDUCE RINGING IN A VIDEO AMPLIFIER (AS O8- 
SERVED ON THE 'SCOPE) WHERE PEAKING COILS ARE USED TO 
BOOST THE HIGH FREQUENCY RESPONSE. THE DEGREE OF RINGING 
CAN BE CONTROLLED BY CHANGING THE VALUE OF THE DAMPING 
RESISTORS ACROSS THE PEAKING COILS, IT 1S MAINLY A MATTER 
OF EXPERIENCE WITH PARTICULAR T.V, SETS AS TO WHAT DEGREE 
OF RINGING WILL CAUSE DETERIORATION OF PICTURE QUALITY. 
THE TECHNICIAN SHOULD ATTEMPT TO ARRIVE AT A COMPROMISE 
= RINGING AND ROUNDING OF THE LEADING EDGE OF A SQuARE 
AVE. 


To SUM UP THE BASIC PRINCIPLES OF VIDEO AmPLIFIeR SQuare 
Wave TESTING IT SHOULD BE SAID THAT EXPERIENCE IN CORRE- 
LATING SQUARE WAVE SHAPE AT PARTICULAR FUNDAMENTAL FRE- 
QUENCIES WITH ACTUAL PICTURE QUALITY WILL FORTIFY THE 
TECHNICIAN WITH A SERIES OF REFERENCE SQUARE WAVE SHAPES 
AGAINST WHICH NEW TROUBLE JOSS CAN BE COMPARED. No 
GENERALIZED TEXTBOOK DISCUSSIONS CAN SUBSTITUTE FOR THIS 
KIND OF EXPERIENCE IN SQuARE Wave TesTING. 


Use ofr tHe E-300 as A PATTERN LINEARITY CHECKER: 


WE HAVE NOTED PREVIOUSLY THAT THE ABRUPT RISE OF A SQUARE WAVE FROM AMPLITUDE TO A MAXIMUM 

IN A FRACTION OF A CYCLE 1S ANALAGOUS TO THE TRANSITION OF A TV RASTER LINE FROM DARK TO LIGHT. 
IT BECOMES OBVIOUS THAT THE APPLICATION OF A SQUARE WAVE OF THE PROPER FREQUENCY TO THE VIDEO 
AMPLIFIER WILL PRODUCE ALTERNATING BLACK AND WHITE LINES WITH SHARP DEFINITION, 


THE HORIZONTAL SYNCHRONIZING PULSES oF a TV set 1S 15.750 Kc. A SQUARE WAVE oF 250 Ke. witt 
THEREFORE PRODUCE 16 VERTICAL PAIRS OF BLACK AND WHITE LINES. EVEN THOUGH 250 Ke 1S NOT AW Exact 
MULTIPLE oF 15.75 Ke IT 1S CLOSE ENOUGH TO "PULL IN” AND SYNCHRONIZE SATISFACTORILY ENOUGH THRU 
ADJUSTMENT OF THE HOLD CONTROL. A 5OO KC Square WAVE WILL PRODUCE 32 PAIRS OF LINES: THE 
TECHNICIAN MAY CHOOSE EITHER 250 Ke or 500 Ke WHICHEVER SEEMS TO PROVIDE BEST SYNCHRONIZATION. 


By THE SAME TOKEN A SATISFACTORY NUMBER OF HORIZONTAL BLACK AND WHITE ALTERNATIONS OR LINES CAN 
BE PRODUCED BY FEEDING A SQUARE WAVE AT ANY DESIRED MUTLTIPLE OF 60 CPS INTO THE VIDEO AMPLIFIER. 
Tue E-300 THEREFORE SUPPLIES THE TWO RASTERS REQUIREO FOR SIMPLIFIED LINEARITY ADJUSTMENTS, 


NOTE: SIMILAR RESULT WILL BE OBTAINED USING SINE WAVE OUTPUT: THE 
DEFINITION BETWEEN BLACK ANO WHITE LINES WILL BE SHARPER WITH 
SQUARE WAVE AS COMPARED TO THE SINE, HOWEVER. 


* * * * * 


SERVICE ano MAINTENANCE NOTES 


IN ALL CASES WHERE FAULTY OPERATION OF THE INSTRUMENT IS SUSPECTED, THE 
SERVICE DEPARTMENT OF PRECISION APPARATUS COMPANY, INC., SHOULD FIRST BE 
CONSULTED. SHOULD THE SERVICE DEPARTMENT RECOMMEND RETURN OF THE INSTRU- 
MENT TO THE FACTORY, THE COMPLETE INSTRUMENT WITH ALL ITS CABLES SHOULD 
BE CAREFULLY PACKED IN A STRONG CORRUGATED SHIPPING CARTON AND ADDRESSED 


TO:- 
Att: Service DEPARTMENT 
IMPORTANT NOTE: THE ORIGINAL CARTON AND FILLERS OF THE SERIES E-300 


ARE AOMIRABLY SUITED FOR THIS PURPOSE, 
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IMPORTANT $44 


IF ever THE Sertes E-300 1S TO BE RETURNED TO THE FACTORY FOR REPAIR, A COMPLETE pbescrieTion 

OF FAULTY OPERATION AS NOTED BY THE OPERATOR MUST ACCOMPANY THE INSTRUMENT. THE MORE DETAILS 
SUBMITTED TO THE Service DEPARTMENT OF PRECISION, THE MORE QUICKLY AND EFFICIENTLY THE INSTRU- 
MENT CAN BE REPAIRED AND RETURNED. IT IS VERY IMPORTANT THAT THIS DESCRIPTION OF FAULTY OPERA- 
TION BE DESCRIBED IN UNUSUALLY EXACT DETAIL DUE TO THE FACT THAT IN MANY CASES, FAULTY OPERATION 
CAN BE TRACED TO DIFFICULTIES IN OTHER ITEMS OF TEST EQUIPMENT AND/OR TO IMPROPER ANALYSIS OF 


RESULTS OBTAINED. 


YOUR SERIES E-300 SINE-SQUARE WAVE GENERATOR IS A RELATIVELY CRITICAL AND DELICATE INSTRUMENT, 
DO NOT ATTEMPT ANY MAJOR REPAIRS OR ALIGNMENT BEFORE CONSULTING THE SERVICE DEPARTMENT OF 
PRECISION APPARATUS COMPANY, INC. 


* 


ACCESSORIES SUPPLIED: 
(a) Hien Frequency Fixeo Frequency Square Wave Output Casie. 


(8) Instruction ManuaL. 


BIBLIOGRAPHY 
1. Encycropeota on Catuone Ray OsciLLoscopes 
Joun River, PuB_isner 


2. Evectronic Circuits ano Tuses 
McGraw-Hitt PuBLisHer 


3. OBTAINING AND INTERPRETING Test Scope TRACES 
Joun River, Pusrisner 


4. Ravio ENGINEERING, TERMAN 
McGraw-HItt PusLisHer 


5. ArcguimBau, L.B., Vacuum-Tuse Circuits 
Joun WiLey aNd Sons, Inc., Pus_isners 


SERIES E-300(8-54) 16 Pace 16 


A ie 
4h 


Tue THREE Square Wave PATTERNS 1m A, B, C ABOVE INDICATE A DAMPED RESONANT CLEMENT IN THE CIRCUIT 
OR AMPLIFIER UNDER TEST. 


Tp 7" 


THE SHORT TE OURATION OF THE DAMPED OSCILLATION 1H Fig,A INDICATES THAT THE FUNDAMENTAL FRe- 
QUENCY OF THE SQUARE WAVE 1S APPROXIMATELY I/IO THAT OF THE DAMPED OSCILLATION. tr APPROX, = IxTo). 


1S A SQUARE WAVE SHAPE OBTAINED BY APPLYING A HIGHER FREQUENCY SQuARe Wave To THE SAME CirrcuIT 
OR AMPLIFIER REPRESENTED BY FIG. A. THE LONGER TIME DURATION OF THE DAMPED OSCILLATION INDICATES 
THAT IM THIS CASE THE FUNOAWENTAL OF THE SQUARE WAVE 1S CLOSER TO THAT OF THE DAMPED OSCILLATION, AS 
comparco To Fie. A, 


IW THIS CASE THE FUNDAMENTAL FREQUENCY OF THE SQUARE WAVE 15 APPROXIMATELY 1/2 THAT OF THE DAMPED 
OSCILLATION. (Ty APPROX. = .5xTo). 


ABOVE INDICATES THE WAVE-FORM PATTERN WHEN THE FUNDAMENTAL FREQUENCY OF THE SQUARE Wave cQuALs 


THAT OF THE DAMPED OSCILLATION. 
aa Fie 18 ae 20 
Higu Frequency LOSS, NO PHASE SHIFT, 


FREQUENCY DISTORTION, (AMPLITUDE 
oY 23 


REDUCTION OF Low FREQUENCY com- 
PONENT) NO PHASE SHIFT. 

HIGH FREQUENCY LOSS ANDO Low FRE- 
QUENCY PHASE SHIFT. 


= 
== 


Low FREQUENCY PHASE SHIFT. 
Low FREQUENCY PHASE SHIFT, TRACE 


Fd FIG 24 
THICKENED BY HUM~VOLTAGE. 


Low Frequency soost, (accewruateo 
FUNDAMENTAL) . 


Low FREQUENCY Loss AND PHASE SHIFT, 


HIGH FREQUENCY LOSS AND PHASE SHIFT. DAMPED OSCILLATION. 
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Fx3 OUT OF PHASE (LEAD) 
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ALL ELEMENTS ‘IN-PHASE 
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SQUARE-WAVE RESPONSE NOMOGRAPH 


CORRELATES TILT OF SQUARE WAVE AFTER PASSAGE THROUGH UNCOMPENSATED RC-couPLED VIDEO OR AUDIO 
AMPLIFIER WITH LOW=FREQUENCY RESPONSE OF AMPLIFIER AND TIME CONSTANT OF COUPLING CIRCUIT 


By A.J.BARACKET 
Dept. Head, TVt FEDERAL TELECOMMUNICATION LABORATORIES 


WHEN USING RECTANGULAR OR SQUARE WAVES FOR TESTING AUDIO AND VIDEO AMPLIFIERS, THE OUTPUT OF 
THE AMPLIFIER 1S COMPARED WITH THE INPUT ON AN OSCILLOSCOPE. THE DEGREE OR PERCENT OF TILT 
OF THE TOP OF THE SQUARE WAVE REPRESENTS THE AMPLIFIER'S DETERIORATION OF THE LOWER FREQUEN-~ 
cles. 


IN THE UNCOMPENSATED RC-COUPLED AMPLIFIER STAGESHOWN, THE EFFECT OF THE AMPLIFIER ON LOW FRE~ 
QUENCIES 1S ALMOST COMPLETELY A FUNCTION OF THE VALUE OF THE RC TIME CONSTANT IN THE GRID 
COUPLING CIRCUIT. THE SMALLER THE TIME CONSTANT, THE POORER THE LOW-FREQUENCY RESPONSE AND 
CONSEQUENTLY THE GREATER THE PERCENT TILT "S" OF A RECTANGULAR WAVE (REFERRED TO THE PEAK 
VOLTAGE VALUE "E", AS INDICATED ON THE WAVE=FORM DIAGRAM). 


THE ACCOMPANYING NOMOGRAPH IS USE- 
T iN psec. RC iN OHMS—e Fun CPS Tut inf FUL IN COMPUTING THE RC VALUE RE- 
'oqp00 10,000,000 ens i QUIRED TO GIVE A MAXIMUM SPECIFIED 
Titt "S" (exPRESSED AS A DECIMAL 
008 PaRT oF "E") FOR A RECTANGULAR WAVE 
HAVING A DURATION "T", OR CONVERSE- 
= LY IT MAY BE USED TO DETERMINE THE 
02 TILT THAT WILL BE OBTAINED FROM A 
GIVEN TIME CONSTANT. THE CHART 
ALSO GIVES THE RELATIONSHIP BETWEEN 
TILT AND LOW-FREQUENCY CUTOFF OF AN 
AMPLIFIER COUPLING CIRCUIT (THE FRE- 
QUENCY FL AT WHICH THE AMPLITUDE- 
FREQUENCY RESPONSE CHARACTERISTIC 
1S DOWN 3 08). 


ExamMPLe or USE 


THE PERCENT TILT OF AN UNCOMPENSAT- 
ED VIDEO AMPLIFIER STAGE IS SPECI- 
FIED AS 2 PERCENT MAXIMUM ON A 60- 
CYCLE SQUARE WAVE. WHAT WILL BE THE 
REQUIRED TIME CONSTANT OF THE COUP- 
LING CIRCUIT AND THE CORRESPONDING 
LOW CUTOFF FREQUENCY? 


Hil 


BY MEANS OF A STRAIGHTEDGE, CONNECT 
THE 2-PERCENT POINT ON THE TILT 
SCALE WITH THE 8,300 psec POINT 
(CORRESPONDING TO THE HALF-CYCLE 
DURATION OF A 60-cYCLE SQUARE wave ) 
-Je----- ON THE "T" SCALE. THE STRAIGHTEDGE 
WILL CROSS THE RC SCALE AT APPROXI- 
matecy 410,000 onmM-uF. THE CORRES- 
PONDING LOW CUTOFF FREQUENCY FL 1S 
Found TO se 0.4 cycte. 
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DECIBEL CHART 
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VOLTAGE RATIOS BEYOND THE RANGE OF THE TABLES. 

A, Ratios less than those in tables: Multiply ratio by 10 successively until the result can 
found in the tables, From the decibel value found from the table subtract +20Db for each 
time the multiple of 10 was used. 

Example:- Voltage Ratio of 0.02042 - find Db value: - 
.02042 x 10 x 10 » 2,042 from the table:- Voltage ratio of 2.042 = 6,2 Db 
6.2 Db - 20 Db - 20 Db «-33,8 Db. 


Ratios greater than those in tables: Divide ratio by 10 successively until the result can be 
found in the tables. To the Db value found from the table add +20Db for each time the divisor 
of 10 was used. 
Example:- Voltage Ratio of 407.4 - find Db value: - 
407.4 + 10 + 10 = 4.074 from the table:- Voltage ratio of 4.074 - 12.2 Db 
12.2 Db + 20 Db + 20 Db « 52.2 Db. 


PRECISION APPARATUS COMPANY, INC. 


92-27 HORACE HARDING BLVD . ELMHURST, NEW YORK 
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